DUAL CURE DENTAL ADHESIVE SYSTEM
PANAVIA L™
20

Tips& Cautions

eMixed PANAVIA F 2.0 paste will not set up on the pad.
Do not use hemostatic agent containing ferric sulfate.
sPANAVIA F 2.0 Opaque shade can not be light cured.
«PANAVIA F 2.0 can be cured by any type of curing light
(Halogen, LED and Plasma arc light).

eFor easy clean up, excess cement around the margin may be
light cured partialy for 2 to 3 sec.(Using conventional halogen
or LED light)

+Step by step illustrations for silanating porcelain using
Kuraray products.(Please refer to the back.)

KURARAY MEDICAL ING.
Flow Chart Sheet 1621 Sakazu, Kurashiki,
S ranions Okayarna 710-8622, Japan
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Silane coupling treatment procedure
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(3)Dispense one drop of each PRIMER and
ACTIVATOR on the mixing dish and mix.
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PANAVIA I 2

Cementation of precious & semi-precious metal crowns, PFM crowns, bridges, inlays and onlays.
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Sandblast, wash & dry.

Apply ALLOY PRIMER to internal Mix equal amounts of ED PRIMER I
surface of precious metal A&B. Apply to the tooth. Then, wait
restoration. 30 sec.

*ED PRIMER I initiates set of cement.

Gently air dry.

" reference line

Dispense equal amounts of paste Mix paste A&B for 20 sec,
A&B.
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PANAVIA T 2

Cementation of precious & semi-precious metal crowns, PFM crowns, bridges, inlays and onlays.
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Light cure the margins.
20sec. per surface
{Conventional halogen or LED light)
S5sec. per surface
(Plasma arc or fast halogen light)

Apply mixture of the paste.

Remove excess cement.
(For easy clean up, partialy
light-cure the excess cement
for 2-8 sec. with conventional
halogen or LED light, then
remove the excess.)
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Self cure material by applying
OXYGUARD I to the margins. Then,
wait 3 min.






















