Clean and dry the abutment surfaces, and then trial fit the prosthetic restoration.

Sandblast(30-50 um alumina powder, air
pressure 0.1-0.4MPa), then ultrasonic
clean and dry.

(If the restoration surface is made from conven-
tional porcelain, apply a phosphoric acid and a
silane coupling agent according to the Instruc-
tions for Use)

Apply the cement paste mix to the restor-

ation.

*If the paste is applied into the cavity,
start step 3 within 40 seconds after ap-
plication of the cement.

Place the prosthetic restoration on the
abutment.

cement.

Light cure for 2 to 5 seconds or chemical cure for 3 to 5 minutes, then remove the excess

Maintain isolation for 5 minutes.
*For the translucent restoration, light

cure the entire surface and margins.
Refer to the table for light curing time.

Clean and dry the Prepared cavity, and then trial fit the post.

Apply the cement paste mix

into the cavity.

% Start step 2 within 40
seconds after application
of the cement

Place the post quickly into
the cavity slightly vibrating it
to prevent air bubbles from
entering the root canals.

Light cure for 2 to 5 seconds or chemical cure for 3 to 5 minuites,
then remove to excess cement.

Light cure margins of the

Apply a bonding agent and

post. load a core build-up com-
Refer to the table for light
curing time.

posite resin according to
the Instructions for Use.

Table : Light curing time

Dental curing unit

Light curing time

Conventional halogen

20 seconds

Fast halogen

Plasma arc

5 seconds
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